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8.1 RANDOM AND SYSTEMATIC ERROR MEASUREMENT

This chapter describes a number of experiments that are performed to characterize the magnitude
and efect of random and systematic errors on the performance of the interferodfetes random
errors, the most significant stem from the spatial filtering of the reference wavefront by the reference pin
hole and the spatial filtering of the illumination wavefront by the object pinhole. Direct measurements of
these dicts place bounds on the systersénsitivity to alignment.

In principle, each optical component of the interferometer is capable of introducing its own system
atic error into the wavefront measurements. Both mechanical and optical concerns are paramount.
Experiments (described here) are performed to assess the mechanical and thermal stabilities of the systen
Systematic errors potentially contributed by the grating beamsplitter are investigated in the comparison of
the zero-order reference to the first-order reference PS/PDI configurd®aas.indication of the sensi
tivity of the wavefront measurements, the geometric coma systematic error is examined.

Finally, the analysis methods themselves are investigated: the performance of the complex methods
described in Section 12.5 is compared to the conventional, simple methods described in Seclite 12.2.
Fouriertransform method (Sectiorl B) is also compared to the phase-shifting analyses.

In many of the experiments described in this section, the Fdraiesform method of single inter
ferogram analysis is used to extract the wavefront from individual measurements. In nearly all cases
described here, the uncertainties introduced by this analysis method are significantly smaller then the
effects being measured. Furthermore, fitting the resultant wavefront data to the Zernike polynomials

(Chapter 15) reduces noise and high-frequency variations in the data.

8.2 REFERENCE PINHOLE SPATIAL FILTERING

It is known that pinhole sizefatts the quality of the reference wavefrafthile theoretical calcu
lations help to establish the relationship between pinhole size and predicted wavefrontthaalityal
quality of the spatial filtering can only be assessesitu. One simple way to perform such measurements
is by the intentional misalignment of the reference pinhole about the focus of the referencénbicial.
spatial filter produces a spherical wavefront regardless of how it is illuminated. Experimd&maiyer
it has been shown that the alignmdogs affecthe wavefront measurementsis is not at all unexpect
ed, considering the fact that measured reference pinhole sizes (Section 6.4.geatbdarthe sub-100-
nm taget size.

Presentlywhen the interference patterns are recorded fine alignment is performed to optimize the
appearance of the fringes, as judged by the operators of the interferdteeiss, it may be said that the

position of the pinhole is arbitrary within a small domain of positions that produce analyzable and reason
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b) Wavefront comparison: eight measurements
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Figure 1.Assessment of the spatial-filtering properties of the reference pinholes is performed by comparing the inter
ferometrically-measured wavefront recorded at several de-optimized pinhole positions within the focus of the refer
ence beam. (a) Small translations produce a measurable change of tilt, allowing the eelatreepositions of the
pinhole to be determined. (Bnalysis of thedifference waveémts,computed for all pairs of measurements, indicates
the expected variability or uncertainty in the wavefront measurenfdr@dagest reported RMS displacement values
of the diference wavefront are on the ordeié80 and the average value is 0.0186 waves. Most of the RS- dif
ence comes from the astigmatic compon€he fraction of the RMS related to astigmatism is also shown.
Experimental wavefront variations are expected to be smaller than these values because the reference pinhole positiol
is optimized before measurement.
ably high-quality interferograms. Intentional translation of the pinhole to positions within this small
domain gives a qualitative assessment of how sensitive the wavefront measurements are to the position of
the reference pinhole.

To establish an upper bound on the wavefront uncertétiatyeference pinhole is moved as far from
the optimum as possible without losing the fringe pattern. Experimental uncertainties may thus not be this
large in practice.

Figure 1 shows the results of this test as performed using Pinhole D and the GQB-Bigerture
A. The reference pinhole was moved to eight separate arbitrary positions and a single interferogram was
recorded at eacknalysis was performed using the Foutiemsform method of single interferogram
analysis with a Gaussian filtereé/fradius of 8 cycles in the spatial-frequency domaive eight measured
wavefronts, labeled through H, were compared, with the piston, tilt, and defocus terms subtiBoted.
RMS displacement of thdifference wavebntsare shown in Fig. 1 for each paiihe lagest diference is
0.0361 waves (0.484 nm, ok/28); the average measuredfelience among all of the comparisons is
0.0186+ 0.0093 waves (0.249 nm, ok/53).

The relative positions shown in Fig. 1(a) are inferred from the measured tilts and an assumed mea
surement NAof 0.066 (based on the 0.07 N#&b-aperture and the size of the sub-region used for-analy

sis). The positions are determined from an easily-derived expression: with small NA, the path length dif

ferenceAR is

AR[A] :%(x, y){z.2,). 1)
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Z, andZ, are the Zernike polynomiat andy-components of the tilt, and, ) is the lateral displacement
vector The distribution width of these points indicates that thgelstrtolerable pinhole displacements are on
the order of 175 nm.

The wavefront variation shown here indicates that fromsamyleinterferogram measuremeat)
uncertainty of approximately 0.02 waves RMS (0.268 nm\/a0), should be expected. Since the refer
encepinhole position in the beam is adjusted before each series of measurements, this uncertainty becomes
a random error sourc&he implications of this result for phase-shifting measurements, which incorporate
several (typically S5)nterferograms together in a single measurement, are not clearly discernable.

Inspection of the individual dérence wavefronts reveals that the dominant aberration component
is always astigmatism. In general, the disagreements between any two measured wavefronts are dominat
ed by variations in the measured astigmatibh& fraction of astigmatism in the RMfBferences is
shown in Fig. 1(b) for each measurement.ddiese fractions are between 50 and 96%, with most above

75%.This astigmatism problem is discussed in Section 8.13.3.

8.3 OBJECT PINHOLE SPATIAL FILTERING

A similar set of experiments can be performed to assess the quality of the spatial filtering per
formed by the object pinhola generating a spherical illuminating wavefront. By incorporating alignment
positions far from the optimum, these simple tests provide an upper bound on the expected measurement
uncertaintyAlthough variations from only one component are of interest, these experiments involve two
components of the interferometé/hen the object pinhole is displaced laterathe position of the refer
ence beam focus in the image-plane also mdves sensitivity of the wavefront measurements to the
position of the reference pinhole, demonstrated in Section 8.2, necessitates re-optimization of the refer
ence pinhole position for each measureméhtis there is no simple way to isolate thieefof the object
pinhole alone.

These tests were performed using sub-apefutiée results of two object pinhole displacement
experiments are shown in Fig. 2. Once again, the Fetgiesform method of single interferogram araly
sis is used (Section 8.2)he intensity in a lateral plane near the K-B focus is measured by scanning the
object pinhole, using a photodiode to record the transmitted flux at each position. In each test, five object
pinhole positions (Ahrough E)are sampled, as shown in the FigTRBe stage is calibrated and the posi
tions are known to within fim. As before, the RMS displacement of tfiference wavetintsare calcu
lated for each pair of measurements, with piston, tilt, and defocus terms removed.

For Test #1, the average RMi#ference is 0.006% 0.0013 waves (0.08180.0178 nm, or A/164
). ForTest #2, the average is 0.0148.0049 waves (0.19180.0654 nm, or A/70). Since the object
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Figure 2.To assess the quality of the object pinhole spatial, filier separate experiments were performed in which

the object pinhole was translated laterally in the vicinity of the K-B focus. (ABdsepositions within the measured

K-B intensity profile are indicated by the letté&rshrough E in each test. For each measurement, the position of the
reference pinhole was re-optimized and the wavefront was calculated. (Beloyarisons of the wavefront measure

ment pairs, with piston and tilt removed, are shown in terms of the RMS displacement détaragifwavefronts.

The discrepancy in the typical f@ifence-magnitudes observed within each test is attributable to the factfémantlif
objectandreference pinholes were used in each case.

pinhole position is seldom adjusted during the course of many measurements, this uncertainty enters the
experiment as a systematic error source. In practice, the actual wavefront variation will be much smaller

than the wavefront variation caused by the intentional displacement of the object pinhole.

8.4THROUGH-FOCUS EXPERIMENTS

An important test of the spatial filtering properties of the object pinhole is one that examines the
dependence of the measured wavefront on the longitudinfalcaly position of the object pinhole.
Because the reference pinhole remains stationary in the image-plane, translating the object pinhole causes
only the test beam to focus above or below the image-plane.

Since the window is very lge compared to the focal spot diametégthin a broad range of focal
positions the window transmits the test beam with almost no dependence on the focal positiiony.
reference pinhole, howevatefines a stationary centef-curvature for the reference beahmus with
their longitudinal centers-of-curvature displaced, the test and reference beams acquire a small amount of

defocusThe defocus magnitude is easily derived for small NA. In waves, the path-lerfetiertit is

ZNA2

AR[A] = Z3. 2)
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Figure 3.Wavefront measurements recorded as the longitudinal position of the object pinhole is adjusted are used to
assess the sensitivity of the system to defocus. For each measurement, the position of the reference pinhole was also
re-optimized. (ap comparison of the Zernike polynomial fits to the four measured wavefronts shows excellent agree
ment of the aberration cdigients. (b)The magnitude of the dérences in these cdiefents is shownThe longitudi

nal position is known via the calibrated stage and the measured defocus, which depends linearly on the longitudinal
position. (c)The measured defocus follows the longitudinal position lingagyexpected. Howevyehe slope indi

cates aneasuement NAof 0.060 on the image-side, which is smaller than expected.

zis the longitudinal displacement, aAglis the Zernike polynomial corresponding to defocus.

Figure 3 contains the results of this experiment, again performed using sub-apditherebject
pinhole was translated vertically by a total of 594n%, and four individual interferogram measurements
were made. Here, as in Section 8.3, the experiments require re-optimization of the reference pinhole after
each longitudinal translatiohus the added uncertainty introduced by the reference pinliettsedre
incorporated in these results. Figure 3(a) shows the average of the measured Zernike polyndimial coef
cients, excluding piston, tilt, and defociifie very small standard deviations of each term (determined by
the four measurementaje shown in Fig. 3(b).

Figure 3(c) shows the measured Zernike ficieft of defocus versus the longitudinal position of
the object pinhole and reveals a discrepancy in the measurdierglope of the best-fit line is
6.626<104 wavesim. Using Eq. (2), at 13.4 nm wavelength, this slope indicates a measuremeht NA
0.0060 on the object side or 0.060 on the image-side. Based on the maximum width of the illuminated

area in the recorded data (702 pixels) and on the size of the circular sub-region used for analysis (659 pix

146



Interfeometer Performance and Characterization

els), the predictetheasuement NAs 0.066 within this “0.07 NAub-aperture.At the time these experi
ments were conducted, the Nv&as not accurately known from other means; it is therefore possible that

the numerical apertures under consideration are actually smaller than expected, by as much as 9%.

8.5 MECHANICAL STABILITY : DRIFT

Care was taken to design the interferometer to be rigid and isolated from vibration. Separate from
the motions of the source and the beamline, the most critical positions estativelocations of the
object pinhole with respect to the Schwarzschild test optic and of the image plane pinholes. Recalling that
the image-plane pinholes are mounted to the test optic, the most likely source of drift in the system is the
position of the object pinhole with respect to the test optic. Clahdybest way to measure the impor
tance of drift in the interferometer system, and probabniyinterferometer system, is to observe
changes in the measured wavefrionsitu.

Several such experiments were performed; the results of one are shown in Fig. 4. Here, the positions
of the pinholes and the test optic are optimized and then not adjusted for ten rAisirtgke interferogram

measurement is made once every two minutes for a total of six measurements; each wavefront is compared

a) Zernike coefficient magnitude b) Aberration magnitude c) Wavefront aberration
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Figure 4.In situmeasurement of mechanical stability is performed by observing changes in the measured wavefront
over time, as the system is left undisturbed in one position. Changes are recorded with respect to the first measured
wavefront (time = 0 min). (aJhe magnitude of the change in tilt indicates a lateral drift of approximately 90 nm in

10 minutes. (bYVith the tilt component removed from the analysis, the RMS andiRplacements of the measured
wavefronts are also shown. In ten minutes, the RM®rdifice did not exce@d200. (c)The diference wavefronts

are plotted using a consistent grayscale.
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to the first.The wavefronts are calculated using the Fourarsform method with a narrow Gaussian filter
1/e2 width of four cycles in thepatial-frequency domaiithe Zernike codicient magnitudes of the prima
ry aberrations in the ddrence wavefrontare shown in the Fig. 4(a): by definition, the Rvor from any

of these is twice the magnitude of the fioefnt. The P-Vand RMS wavefront displacements are shown in
Fig. 4(b) with the piston and tilt terms removed.

Following Eq. (1), and using the NAlue from the defocus experiment (Section 8 ,measured
4.1x102 waves of tilt indicate a lateral drift of approximately 90 nm in 10 minutes, or 9 nm/min on the
image-side of the optid-he defocus cofitient reached a maximum value of 4183 waves, which by Eq.

(2) indicates a longitudinal shift of 7\.2n in 10 minutes, or 0.7@2m/min on the object-side of the system.

To correctly replicate the way in which the interferometer has been used, the systeot was
allowed to stabilize after the alignment had been optimized. It is possible that the system drifts most
rapidly immediately after it is adjusted, and then reaches a more stable position. Further investigations to
characterize the system drift are warranted, but have not yet been perfohmedaximum allowable
drift rate should be based on the rate of data collection, and ongbedacuracy of the measurements.

An important secondary result can also be extracted from this experirhertlear observation of
small, well-behaved incremental changes using single-interferogram analysis methods indicates the high
sensitivity of this interferometewith measurement precision bel@d00. This precision magnitude is

supported by other self-consistency tests described in Section 8.10.3.

8.6 OBJECT PINHOLE EXCHANGE AND MEASUREMENT REPEATABILITY

Understanding the performance of the interferometer and the qualities of its components requires
evaluation of the wavefront measurements, subject to the exchange of “identical” elements wherever pos
sible.To what extent do the measurements depend on the optical components separate from the optic
under test? By performing a series of experiments with a numbeferkedif object pinholes, for exam
ple, systematic errors potentially introduced by defects in any one pinhole become random errors in the
larger data set.

This section describes two important experiments designed to evaluate the object pinholes and the
importance of system alignment. Because re-alignment was performed during the evaluation of-the multi
ple-pinhole efects, the results of these two experiments are essentially coupled.
8.6.1Multiple Object Pinholes

More than seven individual object pinholes were used in interferometry experimeatginholes
were known to be too Ige to fill the measurement NA; those measurements are not presented in-this sec

tion. Five other pinholes, discussed here, are commercially availableltaisel pinholes designed to be
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0.54m in diameterThey may in fact be somewhatdar. 010 Comparison of five object pinholes
a :
One object pinhole was used for numerous-m . A
0.054
surements of sub-apertuke referred to here as the = ] //
“March” data (these experiments were performedin & 0-00 \ Y \VAVW ;@Z
S ]
= ]
March of 1997)After the March data were recorded, & .0.05]
o ]
the Schwarzschild objective was re-aligned for mea: £ 0.10 ]
c -U.
ment of sub-apertures &d C.Then the system was N ]
-0.151
returned to sub-apertufefor repeatability studies. In ]
this position, the “April” data were recorded. Here fc 020 RERENREREREREREREEEE EEREE R REE o
_ S _ _ 0 5 10 15 20 25 30 35
different object pinholes were used, not including th Zernike polynomial number
b) RMS displacemenf\J100]

pinhole used for the March data.
A B C

D E
NV 2.14 1.95 1.47
ONV ol 1.42 1.52 1.46
(ORVol 1.30 1.65

All of the measurements correspond to sub-g|
tureA, and were performed using the same image-p

reference pinholes and windofor each pinhole unde

moow>

consideration, all available measurements were com|

P-V displacement\/100]
A B C D E

to form a single set of Zernike polynomial dazénts.
The agreement among the five measurements
presentedn Fig. 5. Figure 5(a) shows a plot of the

Zernike codicients measured with each of the five p

moo o>

holes.The five pinholes arlabeledA through EA

Figure 5.Comparison of wavefront measurements
under the exchange of five “On” object pin
holes. (a)The Zernike polynomial cogéfients and
(b) the RMS and P-Misplacements of the d&f-
fronts is described by thiifference wavetmtstatistics ~ €nce wavefronts are shown. Uncertainties are con
sistent with other measurements requiring re-opti
calculated for each pair of measuremenahles of the  mization of the reference pinhole position.

alone represents the March data, and B through E-re

sent theApril data.The variation in the measured wav

RMS and P-\displacements of the @&rence wavefronts are shown in Fig. 5(b).

Examining the P-\feasurements, one trend is apparent: the agreement is generally better among B
through Ethan it is betweeA and any of the others. One explanation is the system re-alignment, addressed
in the following sectionThe RMS displacements are all on the order of 0.01 to 0.02 waves, consistent with
the variation seen in the reference pinhole displacement experiment, described in Section 8.2.
8.6.2System Re-Alignment

As described above, the Schwarzschild objective was removed from the interferometer chamber and
reinstalled several times, including once for each of the three sub-apertureg\tabitime these experi

ments were conducted, the optic was not kinematically mounted to the translation-stage that controlled its
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object pinholesThis adds an extra degree of uace  Figure 6.Measurements recorded before and after a

) . complete system re-alignment show excellent agree
tainty to the diference measurement and further ment. Measurements are also separated by more than

two weeksA comparison (a)f the Zernike polynomial

explains why this experiment is coupled to the-pi coeficients and (bjhe magnitude of their dérence.

hole exchange experiment.

The comparison is shown in Fig. Bae two overlapping sets of Zernike polynomial ficefnts
are shown in 6(a); 6(b) shows the magnitude of tHerdifice. Here the only termsder thanA\/100are
astigmatisniz, and the ninth Zernike polynomialg, which istriangular astigmatismThese are also the
two aberration components with thegast Zernike polynomial ca@ients. The RMS and P-\displace
ments of the dference wavefront are, respectivedy018 and 0.153 waves (0.24 and 2.05 nm A6~

and -\/6.5). Seventy-four percent of the RMSfelience comes from the astigmatic component alone.

8.7.TEMPERATURE MEASUREMENT

An experiment was conducted to gauge the thermal stability of the interferometer chamber over
two days of typical operatioffhe air inside the experimental area of Auvanced Light Source where
the interferometer sits is designed to be controlletDt&°C. Howevey the experimental system sits with
in 10 m of a lage access door that is opened several times per day for several minutes at a time. Concern
over the actual chamber temperature prompted this simple study

A temperature meter was placed in thermal contact with the base of the interferometer chamber and
the temperature was recorded intermittently for two dBlys.results, shown in Fig. 7, verify that the cham
ber temperature stays within the published specifications éfliBeexperimental floorAdditional tempera
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time
ture measurements have since been conducted in which the temperature from a number of probes in various
positions is recorded automatically at regular intervidde. newer measurements are in good agreement with

the data shown here.

8.8 ZEROTH-ORDER REFERENCE VERSUS FIRSTFORDER REFERENCE

A small number of experiments were conducted to measure tbeedde between theeioth-order
refeenceand the defaulfirst-order refelenceconfigurations of the interferometdihese two very similar
modes of operation are defined in Section 4.3 and discussed further in Sections 5.4, 5.8.4, Asdhg 10.
names implythe essential dérence is a reversal-of-roles changing which one of the beams from the grat
ing beamsplitter is used as the test beam and which one as the reference beam. By definition, the reference
beam is that beam which is brought to focus on the reference pinhole to produce the spherical reference
wavefront. Starting in the first-order reference position, a simplgd.franslation of the beam positions
in the image-plane brings the zeroth-order beam to focus on the reference pintaiteentfiest-order
beam becomes the test beam.

From a typical, binary transmission grating, the first-order beams are eacis4@8énse as the
zeroth-orderSpatially filtering a first-order beam in the first-order reference configuratteaseshe
intensity discrepancy between the test and reference beams and further reduces the fringe contrast.
Evidence of the improvement in fringe contraderdd by the zeroth-order reference configuration is
shown in Figs. 8(a) and 8(b). Improved fringe contrast facilitates the analysis.

While intensity-balancing issues motivate the use of the zeroth-order reference configuration, con
cern for the quality of the gratirgdiffracted first-order beam is paramount. For this reason, the first-
order reference configuration, which filters thdrdi€ted beam, became the default mode of operation.

A comparison of the same wavefronts measured in both configurations is given in Fig. 8(c). Here,
the RMS displacements of thefdifence wavefronts are all less than or equal to 0.0131 waves (0.176 nm,
or ~A/76). Because reference pinhole re-alignment is required in each case, the uncertainties in these mea
surements do include the reference pinhole alignment uncertainty discussed in Section 8.2. Since that
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Figure 8.A comparison of wavefronts measured using the default first-order reference and the zeroth-order reference
configurations of the PS/PDIVhile the first-order reference configuration uses the zerditacti€d-order beam from

the grating to ensure a high-quality test beam, the zeroth-order reference configuiersom sifjnificant improvement

in fringe contrast by balancing the intensities of the two beams more cl@3€Elypm each of the four pinholes (A, B,

C, and D)the fringe contrast is shown for both configurations Fdr) a comparison, one typical sub-region of the
interferogram pattern is shown in detdihe cross-sections taken from the position of the dashed white line reveal both
thefringe modulation and the sampling density of the raw datZh@RMS and P-\displacements of the f&rence

wavefronts show that the phasemap measurements are nearly indistinguishable within typical measurement uncertainties

uncertainty is lager than the discrepancy found in this stutlis thus possible that the magnitudes of the

wavefront diferences between these two configurations are below the measurement uncertainty

8.9 OBSER/ATION OF THE GEOMETRIC COMA SYSTEMATIC ERROR

The small (4.50m) image-plane displacement of the test and reference beam centers-of-curvature
introduces a geometric coma systematic error that is readily observable in the data (Secfibe 6l8ar
observation of this very smallfett serves to demonstrate the high resolution of the ESNPDI.

The magnitude and direction of the coma systematic error depend linearly on the beam separation.
When an isolated wavefront measurement is made, the contribution of this systematic error is unknown.
However when any two such measurements are performed with a rotation or change in the separation, the
wavefont diffeencebetween the two measurements reveals the isolated contribution of the systematic error

The PS/PDI image-plane spatial filter was designed to facilitate the removal of this systematic
error. By performingtwo wavefront measurements using reference pinholes placeap@ét with respect
to the windowthe geometric coma is easily identified and removed according to the prescription
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Table 1.Difference wavefront statistics from measurements performed in two nearly orthogonal dirgctions.
Tilt (T ) and coma(,) for sub-aperture& and C.

Tal Cal
Sub-aperture P-v or P-v 6c
A 62.94\ = 843.3 nm 46.48 0.068A=0.92nm 45.77
C 55.41A = 7425 nm 46.8T 0.017A=0.23nm  46.8%

) sub-aperture A:
wavefront differencérom orthogonal measurements

pure coma

(astigmatism removed)
Figure 9.0bservation of the geometric coma systematic error can be made by the subtraction of any twe measure
ments in which the beam separation has chanlyetl.the beam separation, and hence the coma, rotated by nearly
90, thedifference wavetmt shows the coma fefct at approximately 45 Data from sub-apertufe (a) is shown

alongside pure coma (b) for comparison. Because the variation of the astigmatism term masks thfecinllab&f

than 1 nm in a 0.07 NAub-aperture), astigmatism has been subtracted from this fitheeariations in (aare

related to the measurement uncertainties.

described in Section 5.5.2.

The magnitude of the systematic error is small. For the measufectdde wavefronts, thét dif-
ference vectoiT 5 and thecoma diffeence vectoC, are shown ifTable 1.Within each sub-apertur&,
andC, are expected to be parallel; the an@esindB: shown in the table demonstrate the agreement
with expectations.

Based on measurements from sub-ape/ureig. 9(a) shows a dérence wavefront obtained by
subtracting the average wavefronts measured in the two nearly orthogonal beam separation directions.
Because this &fct is small relative to the variation in the measured astigmatism, the astigmatism has
been removed from the tBfence wavefront in the creation of this figure. For comparison, Fig. 9(b)
shows goure coma aberration aligned in the directiorBef

While the measurements presented for sub-apektuepresent the average of nineteen separate

phase-shifting series, those for sub-aperture C come fromvemipeasurements, one series in each direc
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tion. Given the small size of the data set, the level of agreement inférertit tilt and coma angles is
remarkably highThis agreement both facilitates the removal of the systematic coma and emphasizes the

high precision of the individual measurements.

8.10 PHASE-SHIFTING ANALYSIS

Analysis of the EUVphase-shifting PS/PDI data proved to be extremely complicated due to the
unreliable positioning of the grating translation stages responsible for controlling the phase-shifting incre
ments.To overcome these fiidulties, the author developed tReurier-Transform Method of Phase-Shift
Determination(Section 12.4.2) and applied it using the least-squares method of phase-shifting analysis
(Section 12.2.3)This section explains the necessity of this new technique and demonstrates the advantages
of this method over others, using experimental data. Several available phase recovery techmijass-for
shifting methods of analysis are presented in Chapter 12, along with a discussion of specific advantages
and limitations of eaclThe inherent sensitivity of the least-squares method of phase-shifting analysis is
presented at the end of this section, and the implications for polynomial fitting uncertainties are discussed.
8.10.1Phase-Calibration Dificulties

Difficulty in guaranteeing the position of the PS/PDI grating beamsplitter stages plagued the phase-
shifting analysis of the interferometric data during the entire course of measurements. For each individual
phase-shifting measurement, a series of five to nine (most ofteninfiederograms was recordeifter

each exposure, the position of the grating was advanced by approximately one-quarter cycienarf4.5

its 184um pitch.The stage motion is cal 10

bratedin situby careful observation of 80

the fringe pattern during the motion of _

the stage over more than 20 cycles (3! é o0

um) of motion. During the measureme Z 40

of a phase-shifting series, the grating i 20

translated by only one to two cycles to Il T
-0.3 -0.2 -O.Il 0.0 0.1 0.2 0.3rad

depending on the number of exposure = < , : : :
-15  -10 -5 0 5 10 15 deg

Fromall of the phase-shifting me 004 002 " o0o0o ' o002 | 0.b4cycles

T T T T T T T
surements, 951 individual interferogran -0.15 -0.10 -0.05 0.0 0.05 0.10 0.15Ys-cycles

Figure 10.Histogram of phase-step errors, calculated using 927
interferograms, from 163 separate phase-shifting series. Limitations
in the grating translation stage lead directly to errors in the phase-
incrementsThe taget increment was always one quadgele, or

172. The global phase of each interferogram was calculated using
the FouriefTransform Method of Phase-Shift Determination.

or 163phase-shifting series, weirevestk
gated to determine the magnitude of tt
phase-step errorghe relativeoverall

phaseof each image was calcugak using
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the FouriefTransform Method of Phase-Shift Determination (Section 12 B@nwithin each series the
average phasacrementwas subtracted and the distribution about the mean phase-increment was tabulat
ed.A histogram of the phase-step errors is shown in Figure 10. Here the ordinate is given in radians,
degrees, cycles, and quartgcle steps (the tget increment)The full-width at half-maximum of this dis
tribution is approximately 0.07 radians, 4.0 degrees10c@tles, or 4.4% of the quarteycle step.
8.10.2Comparison of Phase-Shifting Methods

Evaluation of the available methods of phase-shifting analysis using experimentaladJig the
most appropriate way to discern the actual benefits and drawbackJedtlstrate such an investiga
tion, a single phase-shifting measurement series was sel€biederies is comprised of nine exposures
with an (unintentionally) irregular phase-increment. Elements of this study are shown ih. Rigirg
data from sub-aperture B, a relatively-clear %6160 pixel sub-region was chosen. Details of four phase-
shifted exposures are shown.

The FouriefTransform Method of Phase-Shift Determination was used to determine the global
phase-shift between exposures. Here, the complex phase of the first-order peak in the spatial-frequency
spectrum is used to assign a global phase to the interferofinenaverage phase increment was found to
be 88.0. The individual steps or step errors are shown in Hi¢o)1

Seven separate methods of phase-shifting analysis are applied to the ramealatawrapped
phasemaps from each method are shown with the piston and tilt components rérhevfedrstep
method (Section 12.2.1jses only the first four exposur@$he Hariharan method (Section 12.2.2), Wwiliz
ing the first five exposures, is applied in twofeliént waysfirst, assuming quarterycle steps, and sec
ond, using the known average°§hase incremenf nine-step method* was the last of gimplemeth
ods to be appliedrhe complex method is applied in three ways, using the global phase increments calcu
lated with the Fouriefransform Method of Phase-Shift Determinatiohe least-squares method was
applied to three, five, and then all nine exposures.

One characteristic feature exemplifies the main problem associated with the simple techniques: in
the presence of phase-step errors, ripples appear in the data at twice the frequency of the fringe pattern.
This so-calledringe print-though,clearly visible in the first four images of FiglL(t), is absent from the
three applications of the complex method.

The discrepancies between the individual methods are most clearly revealediifethece wave

frontscalculated by subtracting the phasemap of the nine-bucket least-squares algorithm from the

* A nine-stepphase-retrieval algorithm developed by the autQoiartercycle steps are assumed.

a0 2l lg+lg=1y) L
9(x) = tan o-lp+2(ls-13-17) )
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nine irregular phase steps 10
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12345672829

exposure
four phase-shifting steps

sub-aperture B

four-ste Hariharan (5) Hariharan* (5

I erencep asemaps

P-Vv:0.1023 0.0912 0.0912 0.0236 0.1629 0.0993 [waves]
0. 0.0156 0.0097 0.0097 0.0042 0.0133 0.0052 [waves]
avg:7.5<10°6 1.1x10° 1.4x10° 1.1x10° 1.5<10° 4.8¢10°6 [waves]

Figure 11. A number of diferent phase-shifting analysis techniques, including both simple methods and complex
methods developed by the authare compared in this figure. (80 x 160 pixel details taken from a nine-exposure
phase-shifting series are showine small white cross indicates the same stationary position in all four inéges.

data comes from a measurement of sub-aperture Bhéojrregular phase-increments have an average step size of
88.C°. (c) Unwrapped wavefront phasemaps are presented for sefereutifmethods of phase-shifting analy3ise
various methods used fiifent numbers of exposures, as indicated in the names, or parenthéty&ach

phasemap is compared to the nine-image least-squares phasemap, afef¢healiivavefronts are showll are

plotted using the same grayscale. Displacement statistics for the six comparisons are shown below each image.
Double-frequencyringe print-thoughis problematic in the application of the simple techniques. How#weicom

plex least-squares method developed by the author to cope with irregular phase-steps is resistant to this problem.

phasemap of each of the other algorithms. In thegerelifce images, shown in Fidl(l), the fringe
print-through from the simple techniques and the less-regufaretite patterns in the least-squares-tech
niques are clearly visible. Below each image, thiedihce wavefront statistics are given.

One important statement can be made about all of these measurement tectieqesphase-
errors, or theaveragephase errors, are zero to within the measurement noiseTaigls more groperty
of the periodicity of the fringes than of the analysis methods themselves. Depending on how the piston
term is adjusted, in the absence of measurement noise the phasemaps generated by any two analysis mett
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a) RMS displacemenf\J100] b) P-V displacement\/100]
A B C D E F G H |
A . .54 2.53 2.5 ) o .3 49 A
B fole] 2.22 3.2 .0 B
C 0[0] 1.9 .0 C
D 0.0 D
E A E
F .9 F
G .0 G
H .0 H
| |
c) Q9 difference

FT-LS

P-V =0.176A
Figure 12.Analysis of the nine individual interferograms in a single phase-shifting series is performed using the
Fouriertransform method. (a) and (Within a 160x 160 pixel region, the pairs of measurements are compared to
assess the self-consistency of the resultsTi{e)average wavefront determined from the nine individual measure
ments is compared to the wavefront calculated using the least-squares Mieéhdiference wavefront reveals the
extent of the spatial filtering in the Fourigansform method, and shows the mid-spatial-frequency content of the
measured phasemaps.

ods can be made to agree at one or two points within each cycle of the fringe pattern. Between these points
of agreement, individual methods may dgesras evidenced by the periodicity of the fringe print-through.
The implications of this zero averageféitnce are that in cases of high fringe densine level of fringe
print-through can be tolerated withoufeadting the low-spatial-frequency components of the measured
phasemap. Howeveif the fringe density is sparse, then the phase errors introduced by print-through may
dominate the low-spatial-frequency wavefront aberrations, adversetyiiag the measurements.
8.10.3Fourier-Transform versus Phase-Shifting Methods

Besides the phase-shifting methods, the other important analysis technique applied to interferometric
data is the Fourigransform method of single interferogram analysis (SectloB) IThis relies on the spa
tial rather than the temporal domain of measurement. Experience has shown these methods to be very reli
able and robust in the presence of ndi$ey do, howeverequire the application of spatial filtering to the
data and thus sielr from lower spatial-resolution than the phase-shifting methods. Furthermore, spatial fil
tering causes any abrupt discontinuities in the data to introduce analysis errors within the vicinity surround
ing the discontinuity

To assess the quality of the Fouwtemsform method of analysis, two studies were maékde.first
evaluates the self-consistency of the analyses as applied separately to the nine independent measuremen
described in the previous sectidine second compares this analysis with the least-squares tecHirigue.
Fouriertransform method is applied separately to all nine images of the phase-shiftingTeeaiesid
possible edge-#dcts, the analysis is performed using the entire 20Pd24 pixel image, before the
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160x% 160 pixel region of study was isolated. For this analysis, a Gaussian filter of radius seven cycles
was applied in the spatial-frequency domain.

The nine separate phasemaps calculated with the Ftnamasform method were unwrapped, and
the diference wavefronts from all measurement pairs were tabulated. Figures12(a) and 12(b) show the
RMS and P-\Wisplacements of these fdifence wavefronts, respectiveljhe average of the RMS dis
placements is 0.00380.0009 waves (0.04#0.012 nm, or A/307).

For comparison with the least-squares phase-shifting technique, the average of the nine separate
phasemaps was computed. Figure 12(c) shows a side-by-side comparison of this average wavefront with
the least-squares result; both are shown with piston and tilt components reffwvedfierence between
the two is also shown. By inspection, the characteristics of tfexatite clearly reveal the result of spa
tial filtering and averaging on the Fourkeansform data. Notice that the original fringe pattern, shown in
Fig. 11(a),has horizontal fringes, indicatingvattical displacement of the test and reference beams in the
coordinate system of this measurem@stdescribed in Section 6.4, the overlap of the reference beam
through the window causes the latter to behave as a bandpass filter for the Fomtlgis reason, the fea
tures observable in the flifence phasemap show much higher spatial-frequency content in the vertical
direction than in the horizontal direction.

There are two important results here. First, the self-consistency of the Roangform method
applied to separate interferograms is measured to be a30® on this domain. Second, the RMJeatif
ence between the Fourigansform method and the phase-shifting analysis is approximd&€lyThat
difference is comprised only of mid-to-high spatial-frequency features — features that do not significantly
affect the measurement of the low-spatial-frequency aberrations of interest.

The Fourieitransform method of analysis is appropriate for use in most cases where phase-shifting
data is not available or where high accuracy with high spatial resolution is not required. Further research is
necessary to evaluate the performance of the Fetaiesform method in the vicinity of blemishes or near
the edges of the domain, where its performandersuf
8.10.4Sensitivity of Least-Squares Phase-ShiftiAgalysis

Additional error sources in the measurements are related to the detection and digitization (dis
cretization) of the interferogram image. In addition to photon shot-noise and noise sources in the detec
tor's amplification electronics, the digitization performed by the detector in the recording of the interfero
gram should also be consider@the high-spatial-frequency noisdegfts all play avery smallrole in the
wavefront measurements presented in this thesis; howthegrmay become significant in low-light inter

ferometric applications where high-brightness sources are not avalilhldesection is not intended to
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present an exhaustive nor detailed study of nofeetsf but instead to give an orddrmagnitude esti
mate for the ranges in which they become relevant. More detailed and general analysis dettiedeasf
been performed by Koliopoulos (1981) and Brophy (1990).

The relationship between the phase-uncertainty oihtigidual points and the uncertainties of the
Zernike polynomial coditients is described in Section 15WWhen a lage number of pointhl are mea
sured (on the order of 100,000 — 300,000 is typical), the uncertainties of the Zernfidettefare

approximately /N times as lage as the indivie Least-Squares Method: five interferograms

ual variation; this may be more than 100 time 101;
smaller in ideal circumstances. E \
A pair of simple studies is performed tc g 10_25 \\
evaluate the &fcts of shot-noise and image di é E \\/70
tization on the phase measurements conducts g 103§ ke
with the least-squares technique using five gu: § E
ter-cycle phase-shifting steps. Here an ideal in ?i’é 10% 3
wavefront with 20,000 points in a linear slope é- ]
and a range of one cycle is used as the input. i 10‘5; %%
the first studyto approximately model Poisson E Q"o;
statistics of photon-countirthe simulated inten 1045_ e ER N B

1 10 100 1,000 10,000 100,000
photons (shot-noise study)
discreet intensity levels (digitization study)

sity data with 100% fringe contrast is subject:

to Gaussian noise of widtfN. In Fig. 13, the
) ) Figure 13.Two empirical investigations of the sensitivity
recovered phase is compared to the input ph of the least-squares method of phase-recovery to photon

. . shot-noise and image digitizatiofhe abscissa is given in
and theRMS difference is plotted for a range ¢ photons for the shot-noise studynd in the number of dis

. . creet intensity levels for the digitization stud
maximum photomumbersAn empirical formu 4 g 4

la relating the RM$hase uncertaintgq, to the peak number of photoNss

1
6.5VN @

O¢[waves| =

The digitization €ict can be isolated from all of the other noise sources. Biesan integer
describing the number of discrete levels present in the fringes with no other noise e dislS phase
uncertainty iscalculated in the same manner as above, and an empirical expression is obtainedgetating
the level of discretizatioD.

_ 1
o [waves] =0.093D 1=~ . 5
ol ! 10.8D ©®)
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In general, for EUMPS/PDI experiments the tgat fringe height is set at approximately 1000 counts.
The measured detector sensitivity is 0.8 counts per detected phitiorl.000 counts, or 1250 photons,
the RMS point-by-point phase uncertainty from shot-noise is approximate®B4avaves (0.054 nm, or
A/250). Discretization with 1000 levels produces a significantly smaller RMS phase uncertait@of 9
waves (0.0012 nm, orA#11,000).
According to the results of this simple analysis, noise and other high-frequency random errors from

the detector do not significantlyfa€t the EUVPS/PDI measurements presented in this thesis. Once

again, they may become important only when reliable data i g12
o
required in low-light situations. ;EL 10 //J
o
8.10.5Intensity Fluctuations kS 8 /
o . . S 6 ,
Fluctuations in the overall intensity level of the recorde 3 /
(2] 4 A/
. . L @
interferograms can introduce measurement uncertainties into 5 5 /
%)
phase-shifting analysis. Intensity variations can be caused by 5 0

tuations in the light source, or by therformance of the shutter 0 2% 4% 6% 8% 10%
interferogram overall
intensity variation (RMS)
Fig 14.Fluctuations in the overall
intensity of the recorded interferograms
in a phase-shifting series introduce
phase uncertainties into the measure
ment.This graph shows the results of a
simple empirical study conducted to
investigate this ééct. Within a series

While single-interferogram analysis methods are generally
fected by intensity changes, phase-shifting methods rely on
stability of the system during the multiple exposures of a ph

shifting series.

Similar to the investigations presented in the previous
tion, a simple empirical study is performed to gauge the sen:

ty of the least-squares method of phase-shifting analy#liscto-

of five simulated ideal interferograms,
the individual exposure intensities are
varied before analysis with the least-
squares method is performed.

ations in the overall intensity of the measured interferograms.

Once again, an ideal input wavefront with a linear slope aadge of one cycle is used as the inphe
simulated phase-shifting interference data is generated for five gopatephase-steps. Before the analy

sis is performed, the overall intensity levels of the individual “interferograms” are adjusted by randomly
chosen multiples selected from a given Gaussian distribution width. For each distribution width of inter
est, 500 such analyses are performed and the RN&Beatti€e of the calculated phase from the ideal input
phase is tabulate@he average of RMS phasefdience indicates the expected phase-uncertainty for

each intensity distribution widtiThe results of this investigation are shown in Fig. 14. For intensity vari
ations below 10%,an empirical relation between the RMS phase uncertainty and the RMS overall intensity
variation is

(% variation)

936 ©

0 [Waves] =1.069 x 10~3/(% intensity variation, RMS) =
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In the EUVPS/PDI experiments, the primary source of overall intensity fluctuations is the steady
decrease in the electron beam current ofiieanced Light Source. During a typical phase-shifting-mea
surement, thALS current was observed to decrease by less than B$%escribed previouslyhe beam
current is recorded with each exposure, and the images are normalized before the analysis is performed.
Intensity variations from the source are therefore limited to less than approximately 0.25%.

A secondary source of intensity fluctuations is the shudescribed in Section 6.2.Bhe perfor
mance of the shutter used in these experiments is limited to approximately 0.02 sEcerafere, with a
typical exposure time of five seconds, the fluctuation from the shutter could bgeaadad.4%.

These two sources of intensity fluctuations are predicted to contribute less than 0.001 waves
(0.0134 nm, oA/1000) to the phase uncertainty of the measurementss-than the variations produced

by shot-noise at these intensity levels.

8.11 FRINGE CONTRAST AND WAVEFRONT FITTING UNCER TAINTY

The process of wavefront surface fitting used for the analysis of the interferometric data involves the
minimization of theit variancebased on a finite basis of orthogonal polynomials (Chapteif h&)variance
comes from theesidualwavefront error remaining after the contribution from the polynomial sufifiog
has been subtracted from the raw datee surface fit is constructed from the contributions of each of the
orthogonal polynomials in the finite basis; thtlee set of polynomial coié€ients is all that is required to
reconstruct the fit on a given domain. For the Zernike circle polynomials, typically 37 polynomial-compo
nentsare specifiedAs described in Section 15.6, the uncertainty in each of these fiiceres depends on
the magnitude of the variance and on the characteristics of the individual polynomial components.

A large number of wavefront measurements were made of sub-agerDver time, the transmis

25 I & 3000 :
= ] 2 April = 1| [« Apri )
o 1 o March & & 2500 [0 March o
£ 920 v £ > ] /
TS ] A S c E o
8 o ] £ '3 20004 /én
= ] o % B ] 9
g 315 53 g
EE £ S 1500 %/
N 8 - c = ] /&
g g 10 o = = ] o
52 3 o S £ 10004 o
EZ ] % S o ]
X = o £ ]
g =05 R 2% s004 A&
T [SEN S} E
] 2 ]
O.O-IIIIIIIIIIIIIIIIIIIIIIII O-IIIIIIIIIIIIIIIIIIIIIIII
0.0 0.1 0.2 0.3 0.4 0.5 0.6 0.0 0.1 0.2 0.3 0.4 0.5 0.6
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Figure 15.Measured dependence of thegkest Zernike coétient uncertainty on interferogram fringe contrast for 30
separatghase-shifting series. Each series corresponds to the same downstream field point measurement of sub-aperture
A. A relative deterioration in fringe contrast observed inApel data sets may be attributable to changes in the refer

ence pinhole transmission.
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sion properties of the reference pinholes changed, and the intensity of the reference wave dEeecased.
loss of fringe contrast accompanying this decrease in reference wave intensity had a sigridataon ef
the fit variance of the individual measurements.

Figure 15 shows a comparison between the measured fringe contrast (calculated with the method
described irAppendixA.6) and the lagest fitting-codicient-uncertainty among the 37 Zernike polynomial
coeficients, 0,4, Thirty phase-shifting series were considered. Note that in these measureggiits
always attributable to Zernike polynomial humbers 33 and 34, which are high-ordered coma&herms.
comparison clearly demonstrates the inverse relationship betwggand the fringe contrast: the recip
rocal ofo,,,Shows a roughly linear dependence on contfasempirical relationship that describes this

dependence is
A

~ 160 + 5060 contrast

(6)

OWB.X

Typically, 0,,axiS more than 1.5 times er than the individual uncertainties of the important lewer
ordered aberration components (astigmatism, coma, and spherical aberration).

Fortunately due to the laye number of points used in the {70,188 and the relatively high qual
ity of the phase-shifting data available, the fioeint uncertainties related to the surface fitting sigmif
icantly smallerthan the uncertainties related to the measurement-to-measurement variation. For this rea

son, the uncertainties from the surface fitting are not included in the analysis presented in Section 7.2.4.

8.12 SUMMARY AND CONCLUSIONS

All of the individual experiments described in this chapter demonstrate the precision of the- interfer
ometer: reference and object pinhole displacement experiments, mechanical stability tests, pinhole ex
change, system re-alignment, and observation of the geometric coma systematd eescribe experi
ments that are similar in principle, where two wavefronts are compared by inspection of fibxein céfs.
Here, thevariationsin the data stand out and are characterized.

The following section contains a brief summary of the main performance evaluation experiments
described in this chaptdfollowing that is a discussion of accuracy and the need for further testing.

8.12.1Summary of Precision-&sting Measurements

« 8.2 Refeence pinhole spatial filtering.Based on measurements made as the reference pinhole is
displaced slightly from the optimum position, the expected measurement-to-measuremenarRMS
front variation is 0.012 0.009 waves (0.249 nm, oi/53).

» 8.30Dbject pinhole spatial filtering. In two experiments, lateral translation of the object pinholes
produced an RMS wavefront variation of 0.G306.001 waves (0.082 0.018 nm, or #/164) in the
first experiment, and 0.01#40.005 waves (0.192 0.065 nm, or &/70) in the second.

» 8.4Through-focus experimentsSmall longitudinal translations of the object pinhole adjust the posi
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tion of the reference pinhole through foclibe average of the measured RMS displacements of the
difference wavefronts is 0.0#50.007 waves (0.204 0.088 nm, or A/66).

« 8.5 Mechanical stability Based on observations of the wavefront changes over ten minutes as the
system is held stationgrthe interferometer components appear to driie image-plane lateral and
longitudinal drift rates were approximately 9.0 nm/min and 7.2 nm/min respectuelihe object-
side of the optic, these motions would be 90 nm/min laterally andun72in longitudinally

« 8.6.1 Object pinhole exchange and measement repeatability. Five object pinholes were tested in
measurement of sub-apertéteThe average of the measured RMS displacements of fieecdife
wavefronts is 0.01% 0.004 waves (0.19¥ 0.051 nm, or */68).

« 8.6.2 System e-alignment. The test optic was removed from the vacuum chamber and re-aligned
from scratch several times. For the two combined measurements of sub-apettier&MS dis
placement of the diérence wavefront is 0.018 waves (0.24 nm, 556).

« 8.8 Zeroth-order reference versus first-orderr eference.A comparison of the two methods shows
an average dérence wavefront of RM8isplacement 0.018 0.003 waves (0.13 0.04 nm, or

~\/101).

« 8.11 Fringe contrast and wavefiont fitting uncertainty. A dependence was observed between the
measured fringe contrast and the &oifnt uncertainties of the Zernike polynomial fitbe lagest
observed uncertainty of the first 37 dogénts follows 16,,,,[1/waves]= 160 + 5060 contrast, for
contrast values between 10% to 50%. Uncertainties of the low-ordered primary aberrations are
approximately two-thirds as Ige. Typical values range from 2xI04 waves (2.7-94103, or
~A/5000-A/1400).

8.12.2Comments

It is clear from the above measurements that the most significant limitation to the measurement pre
cision is the quality of the reference wavefronts generated by the reference pinhole. Every one of the tests
described here incorporates a re-alignmengélar smallpr other change that causes the reference pin
hole efects to be included in the measurement. Not doing so is unavoidable. By isolating these reference
pinhole efects, the reference pinhole spatial filtering experiment indicates that measurement variations on
the order oA\/50 RMS should be anticipated.

One of the four pinholes, pinhole @as found to introduce the st measurement-to-measure
ment variation and the least spatial filtering of the four pinholes studi¢dhis pinhole is not much er
than the other pinholes used for these experiments. Here, two conclusions can be drawn: the reference pin
hole is the most significant limiting agent in achieving high measurement precision in the ZBPWI;
and improvement could be achieved by the use of slightly smaller pinhdesall sacrifice in fringe cen
trast brought about by the use of a smaller reference pinhole will not significantly limit the precision of the
measurements relative to the other contributing factors.
8.13.3The Astigmatism Problem

The goal of having an interferometric system for which the accuracy and precision can be specified

independently from the characteristics of the optical system under test appears to be thwartedfby the dif
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culty of spatially filtering astigmatisnWithout exception, the dominant component of théedihce
wavefronts in each of the relevant experiments described in this chapter is astigmatism.

Section 4.6.3)ives some insight as to how astigmatism becomes the midstltiéberration to
remove by spatial filtering, but it does not provide insight into any one solution nfecévef than reduc
ing the pinhole size. It appears clear both experimentally and from the simple model that the pinhole size
standard for filtering astigmatism is narrower than for any of the other primary aberrations. For this rea
son, the performance of the system necessarily depends on the constituent aberrations of the test optic.
8.13.4Accuracy and the Need fofwo Pinhole Tests

In addition tohigh precision, high accuracig the true goal of interferometric optical system
measurement.

In principle, the simpldifference measementslescribed in this chaptdn which the system is
subjected to slightly diérent conditions in two measurements, are incapable of detecting systematic
errors.The presence of a systematic wavefront figure error would go unnoticed if it were lost in-the sub
traction of the two measurements being compared.

When the assumption is made that every optical component of the interferometer is capable of con
tributing systematic errors, then a wide variety of systematéctsf and the mechanisms to generate them
can be hypottezed.As discussed in Section 5.8, systematic errors introduced directly by defects in the
grating beamsplitter can be identified bygkatranslations of the grating, or by grating exchange. More
onerous by far are reference wave systematic errors introduced by the object and image-plane spatial filter
pinholes. It may be suggested that the particular defects or irregularities of a given pinhole introduce a sta
ble aberration pattern in the reference wavefront iegees. In addition, there may be unknown physical
properties of pinhole difaction (e.g. polarization dependerstigmatism, irregularities caused by non-uni
form illumination, etc.) that may create systematiors of significant magnitude near they&raccuracy
Far more simple are geometric systematic errors (Chaptieatsome from the beam separation (geometric
coma),detector misalignment (a source of astigmatism), the use of a planar grating in a spherical beam
(grating coma), and the use of a planar detector in a spherical beam (a source of radial distortion).

While some of these systematideets can be observed and are easily subtracted from the wave
front measurements (e.g. geometric coma), others present a more daunting grbblenportance of
identifying these décts cannot be overstated because the accuracy of the interferometer is at stake.

One strategy for overcoming the systematic errors uses a two-pronged approach. First, of the sys
tematic errors that cannot be directly observed, canniegnitudebe determinedThis is the strategy
applied to the investigation of the pinhole spatial filtering. For example, what may be manifest-as a sys

tematic error in a single measurement becomes a random error whga auarber of measurements are
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made in ways that induce changes in the “systematic”. ginerpinhole translation and pinhole exchange
experiments are all examples of this strategy for turning systematic errors into random errors and identify
ing their magnitude by carefully observidifferencesThe average magnitude of thefdiences indicates

the typical contribution of the systematic error to any single measurement.

The second strategy is to find a way to isolate the systemigtatsefinder consideratiomhe gee
metric coma removal is one example of this. Given that the systematic error depends directly on the mag
nitude and direction of the beam separation, introducing ac®ion in the beam separation allows this
systematic déct to be identified and quantified.

The identification and isolation of other systematic errors requires a so-calledst In such,
every attempt is made to remove the contributions of the test optic from the measurement, andyke bare
tem performance is studied. One way in which this could be achieved in th® &I is by using a
two-pinhole testin which a two-pinhole spatial filter is placed in the image plane of the PS/PDI (Gpldber
1997).The image-plane window that transmits the test beam is replaced by a second tiny reference pinhole.
The measured interference pattern and wavefront can be compared to those predicted for two ideal pinhole
spatial-filters, and systematic errors will be revealed in tHierdiice. Besides the expected tilt aed
metric coma, small detector misalignments may be observable in this sensitive technique.

To improve the measurements and broaden the significance of the two-pinhole test, the experiment
may be expanded to include agamumber of pinhole pairs, in flifent orientations, and with &fent
separations. Sensitivity to certain geometric errors will be greater in some orientations than in others. In
addition, the use of many pinhole pairs provides information on the variation in the spatial filtering prop
erties of the pinholes: the wavesfditted from the pinholes are essentially being “compantti’ each
measurement.

Some diects may not be observable using the two-pinhole tests. For example, if every pinhole
were to create the same kind of aberration in tHeadied reference wave it generates, then a comparison
of any two waves by subtraction would reveal nothing. Experiments have been performed to assess the
quality of a single reference wave, using shearing techniques to compare the wavefront to an angularly
displaced copy of itself. Such measurements could be attempted for the PS/PDI reference waves, but it is
not clear that the tests could achieve the desired il accuracy that is necessalgernatively, rota

tion of the optical system may help to identify thesect$.
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9.1 INTRODUCTION: 10x SCHWARZSCHILD MUL TILA YER COATING PROPERTIES

Measurements of isolated chromatiteefs provide perhaps the clearest demonstration of the sensi
tivity and importance of at-wavelength interferometric tesfifige resonant reflective multilayer coatings
exhibit a strong wavelength-dependent response in both reflected intensity and phase that occurs separate
ly from the figure of the optical surfaces under test. By tuning the wavelength and performing measure
ments near the reflectivity peak, these chromafecef are easily demonstrated and the properties of the
multilayers can be studied.

Multilayer response depends critically on the multilayer period, the illumination angle, and the
wavelength and polarization of the incident ligks.described in Section 6.2.1, the multilageatingsare
designed for peak reflectivity and wavefront response at 13.4-nm wavel€hgttange of angles subtend
ed by the light incident on the primary mirror necessitates the use of a multilayer containing a radial thick
ness gradienfThis design makes the performance of the system very sensitive to changes in wavelength.

This chapter contains measurements of the chromatic response of the multilayer coatings. In addi
tion to the direct demonstration of chromatic aberrations and the sensitivity of the interferometer itself,
measurements such as these would be required to understand the system performance in the presence of
broadband illumination. For example, understanding imaging performance under broadband illumination
requires that both the intensity transmission and the wavefront be considered over the range cf illumina
tion wavelengthsA separate section of this chapter addresses measurements made without-the wave
length-filtering of the monochromator

Qualitative wavelength-dependent measurements of chromatic aberrations have been reported pre
viously by Ray-Chaudhuri (19954d)he investigations presented here may be the first high-precision

guantitative measurement of sucfeefs.

9.2WAVELENGTH-DEPENDENCE OF THE TRANSMITTED INTENSITY

The first experimental indications of the presence of chromdéctefrelated to the multilayer
coatings were observable in the transmitted intensity patterns. Figure 1 shows the transmitted intensities
for sub-apertured, B, and C.The data from sub-aperture C were recorded with the sub-aperture defining
pupil removed and a Ige region of the clear aperture visibldnese images clearly show the response of
the multilayer coatings in a wavelength-dependent, annular paigedescribed in Section 6.2.2, for
these measurements the illumination bandwidth set by the monochromator is measured to be below 1-A
full-width at half-maximum.

The areas at the inner and outer edges of the annulus are especially intdrestpeyiods of the
multilayer coatings were designed and measured to be within a thickness tolerance of 0.125 A over a
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Figure 1.Wavelength-dependent intensity transmission patterns are shown for two sub-apertures>oStievidz

schild objective. (a) Sub-apertuhg0.07 NA) is shown with the aperture-defining stop in place. (b) Sub-aperture C is
shown with the stop removed to expose gdasection of the annulus. lllumination wavelengths in nanometers are
shown in the lowetleft corner of each image. (€he appearance of the Schwarzschild objectifid! annular pupil,

with and without the stop, is showFhe square outlines illustrate which two sections of the annulus are shown in (a)
and (b).The annular characteristics of the multilayer response are clearly visible in these images.

finite region of the aperture (i.e. a limited range of radii}the edges where nofeft was made to cen
trol the period, the reflectivities appear highest at the shorter wavelengths; this intlicstedayers in
these regions. Comparison of the measured and theoretical intensity transmission behaviors has been pre

sented elsewhere €jhil 1997).

9.3WAVELENGTH-DEPENDENT WAVEFRONT MEASUREMENTS —
CHROMATIC ABERRATIONS
When the PS/PDI is aligned and optimized, experiments to measure the wavelength dependence of
the wavefront are very simple to perform: adjustment of the undulator and beamline monochromator tune

the illumination wavelengthsery minor position optimization of the optical components is all that is
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Table 1.The wavefront measured at the central wavelength, 13.4
nm, is subtracted from the individual wavefronts measured at|eag
wavelength generating thiifference wavetmt Statistics of the
difference wavefronts are givefhe measured change of the fogal
position is also given.

13.0nm- &

A [nm] P-V [nm] RMS [nm] defocus im]
13.0 1.70 0.29 1.54
131 1.36 0.17 1.62
13.2 1.02 0.13 1.55
13.3 0.48 0.07 0.09
13.4 —  Central wavelength —
135 1.65 0.17 0.79
13.6 3.28 0.48 1.28
13.7 2.58 0.34 1.24

13.2 nm

required to perform measurements atedént wavelengths

13.4 nm

The wavelength-dependent change of the measui

wavefronts is a small fefct. Its significance becomes mos
apparenin an examination of thdifference wavetmtsgen
erated by comparison to the wavefront at 13.4-nm wavt ' '
length.With the wavefronts scaled in nanometers (rathe

13.6 nm

than in waves), pairs of measured wavefront profiles ar

comparedThe measured wavefronts from sub-aperfure

13.0 nm

are reconstructed from the first 37 Zernike polynomials
isolate the low-spatial-frequency figure changes of intert

The diference wavefronts are shown in Fig. 2. In

13.2 nm

Fig. 2(a), the dference wavefronts are individually scale
from black to white. In 2(b), the eight tifence wave
fronts are all represented on the same graysthterele

vant statistics of these tifence wavefronts are presente

13.4 nm

in Table 1. One noteworthyfett is the apparent change
the focal position at each wavelength. On either side of

central wavelength (13.4 nm), the focal shift occurs in tl

13.6 nm

92000000

same longitudinal direction. Defocus is not included in t

difference wavefronts of Fig. 2 or in the wavefront statis
-1. 64 +2.18 NmM
0

Figure 2.Chromatic aberrations are observable in
the variation of the diérence wavefronts mea

9.4 BROADBAND ILLUMINA TION suredover a range of wavelengtfihese argen
’ erated by comparison of the wavefronts to the

To illuminate the system with relatively broadbaniWavefront measured at the design wavelength,
13.4 nm. (ajndividually scaled images. (@)l

illumination, the monochromatar planar grating may be wavefronts are shown on the same scale grayscale.
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adjusted to give a specular (zerothfrdiftive-orderyeflection. In this configuration, the bandwidth is-pri
marily determined by the undulator: with 55 magnetic periods, the natural bandwidth of the undulator
radiation into the first harmonic MAA = 55, or 0.24 nm at 13.4-nm wavelength.The total flux reaching
the K-B mirrors does not increase noticeably because the blazed grdtiactslifery diciently into its

first diffractive order

With a measured bandwidth of 0.9 nm (6.7%), the-A&amultilayercoated turning mirror does
not significantly filter the beam. Here, the tebnoadbandis used to denote the case where the zeroth-
order reflection from the monochromator is usedhet-to indicate the presencetofily broadband light.

A series of interferometric experiments was performed with the beamline mothi@nochomator
configuration.The experiments were all conducted using sub-aperture C (0.06 NA) of the Schwarzschild
objective. Experiments with the standard beamline configuration, using the firsttilie order from the
monochromatqrwere conducted immediately following the broadband experiments, with no physical
changes made to the interferometer
9.4.1Wavefront Measurements witBroadband Illlumination

Comparison of the wavefront data measured both withndtibutthe monochromator shows
agreement to well within the expected uncertaifibe wavefront in th@o monochomatorcase was cal
culated from three phase-shifting series. Compared to the measured wavefront at 13.4-nm wavelength, the
difference wavefront, reconstructed from the first 37 Zernike polynomials, shows an RMS wavefront dis
placement of 0.l waves (0.147 nm, oiA#90) and peak-to-valley displacement of 0.108 waves (1.45
nm, or -A/9). Based on these values, the two measurements are indistinguishable within the uncertainties
typically observed in this interferometer
9.4.2Wavefront and Intensity Measurements in the Zeroth-Order Reference Configuration

In the presence of broadband illumination, the zeroth-order reference configuration of thei®S/PDI
predicted to behave @#rently from the default first-order reference configurattsdescribed in
Section 5.4, the wavelength-dependerfraiition angle of the grating beamsplitter separates the available
wavelength components laterally in the image-plaie. position of the zeroth-order focus remains sta
tionary, affected only by the chromatic aberrations in the test opéitin the first-order reference config
uration, where the pinhole sits in the gratinfitst-order beam, it functions as a monochromator — based
on the geometryit transmits some wavelength components mdieieftly than othersThe test beam is
transmitted through the window and may contain a much broader bandwidth than the reference beam.
Alternately in the zeroth-order reference configuration the various wavelength components are not dis
tributed laterally in vicinity of the reference pinhole, and (dependent on the chromatic aberrations of the
test optic) the reference beam is broadbaheé. test beam in this configuratiaiso contains the available
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wavelength components, transmitted through thgelarindow

With broadband illumination, a comparison is made of the wavefront measurements from these two
configurationsThe two tests were performed consecutively; wavefront measurements from single phase-
shifting series are compared herae diference wavefronts, compared assuming 13.4-nm central wave
length, show an RMS displacement of 0.010 waves (0.134 nmA/DB0G) and P-\Wisplacement of 0.122
waves (1.635 nm, ork8). Hence, the wavefront measurements are again indistinguishable within the
typical uncertainties.

From these two configurations, the transmitted intensity is expected to be higher in the first-order refer
ence configuration becauak of the wavelength components of the test beam are transmitted to reach the
detectorThe fringe contrast is f&icted by three independent considerations: the relative intensity of the first-
order beams is estimated todmproximately 40% of the zeroth-order beam; the spatial filtering of the ref
erence pinhole significantly reduces theensity of the reference beam; and, since interference fringes are
only produced by the interference of like-wavelength components, a mismatch of the bandwidths of the two
beams reduces the observed fringe contrast. Given these considerations, the zeroth-order referenee configura
tion may be expected to produce greater fringe contrast.

After compensating for the decreasing intensity of the synchrotron illumination, the total measured
signal is 2.4 times higher in the first-order reference than in the zeroth-order reference confiimation.
overall fringe contrast is measured to be 22% with the first-order reference, compared to 41% with the
zeroth-order reference configurations.

These particular intensity and fringe contrast measurements depend too strongly on the transmission
properties of the reference pinhole to carry broad implications for the benefits of one configuration over the
other Furthermore, the quality of the optical system plays an important role in determining the maximum
achievable fringe contrast from the PS/PDI. More investigation is needed to establish the advantages and
disadvantages of these two arrangements. Howtheeconsistency among the wavefront measurements

indicates that the interferometer system is very tolerant of the bandwidth of the illumination.

9.5VISIBLE-LIGHT
Observations of the intensity transmission of the $6hwarzschild objective were made at-visi
ble-light wavelengthsAs described in Section 6.2.3, HeNe laser light was introduced via afibierline
directly into the HMFE Spatial filtering was performed by the fitepolished tip, and the illumination
overfilled the NAsignificantly The intensity transmission data is shown in Fig. 3 adjacent to a similar
EUV image at 13.4-nm wavelength.

A special visible light PS/PDI image-plane pinhole membrane was fabricated, and one series of
172



Chromatic Effects

Visible lightA = 632.8 EUV,A =134

T : / e ediE e L 4

Figure 3.Side-by-side comparison of the transmitted intensity measured at a visible-light wavelength (a), 632.8 nm,
and the EU\design wavelength (b), 13.4 nifhree regions are shown in detail for visible-light,tfepugh (e), and

for EUV, (f) through (h)The detector is well beyond the plane in which the pupil is re-imaged by the secandary
diffraction afects the two wavelengths to a muchetiént extent. Only some of the blemishes observable at EUV
wavelengths are seen in the visible light image, demonstrating importen¢iiées in these two methods of inspec

tion. The bright patch of light in the lower portion of the visible-light image is caused by an unintentional reflection in

the vacuum chamber

experiments was conducted as a demonstratic
PS/PDI interferometry at visible-light wave
lengths. Because of the ¢@r difraction angles
from the grating beamsplitter used in the EUV
experiments, a coarser grating was choséis
ensures that the zeroth- and first-order beams
within the acceptance angle of the object-side
and reduces the fringe density in the interfero
gram. In these experiments, a simple mechan

limitation prevented the fibeip from reaching

the object planéAs a result, the measurements
Figure 4.A visible-light PS/PDI interferogram of sub-aper

were hampered by an unacceptable amount ¢ tureA. The grating beamsplitter used in this image is more
) ) coarse than the one used for Eiterferometry leading
defocus. Figure 4hows one interferogram pat  to a lower fringe density
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tern from this demonstration experiment.

The development of a concomitant capability high-accuracy visible-light interferometry capability
is highly desirable for many reasons. System alignment could be performed while the components inside
the chamber are accessible, before the system is brought under vacuum. Furthermore, direct comparisons
could be made between the wavefront measurements performed atrielUNsible wavelengths.

One major dfficulty in this efort is the presence of systematic errors that depend on the image-plane
beam separation. For example, the magnitudes of the systematic ferh&Sefction 5.5) and the astigma
tism related to detector alignment (Section 5.6) depend linearly on this sepaatieatly fifty times the
EUV wavelength, the beam separation required for the visible-light measurements makes these systematic
effects more than an order wfagnitude lager than the small aberrations of interest. Funtbsearch is
required to identify ways to address these problems. One solution may be to fesert dbmmon-path
interferometersuch as the LSI (Chapter 4) or the conventional PDI, both of which are easier to develop and

operateat visible-light wavelengths than for the EUV
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